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INTRODUCTIOK 
F OR more than a third of a century students of electrocardiography have struggled with the concepts that underlie the equilateral triangle of Einthoven, 
Fahr, and De Waart, and have continuously debated the validity of the assump- 
tions it involves. During this long period numtrous investigators have attempted 
to settle these disputes by generating an electric field of the appropriate kind in 
a human cadaver, or in some sort of model, and comparing the experimental 
results with the theoretical predictions. The more important of these studies 
have been reviewed in a recent article from this laboratory,’ and the results 
of a cadaver experiment, of the kind in question, performed here a number of 
years ago have now been published2 in connection with a discussion of the possi- 
bility of converting the Einthoven triangle into an equilateral tetrahedron. 
It is our present purpose to present and discuss the results of some experi- 
ments of this same general sort in which the cadaver, or model, has been replaced 
by the body of a normal human subject. This substitution offers some very oh- 
vious advantages and it involves no very great flight of the imagination. 11Te 
have wondered why we did not attempt it long ago and from what source came 
the suggestion that led us finally to make it. The train of thought concerned 
cannot now be traced to its origin with any certainty, but it may well have been 
the result of a discussion, in the autumn of 1944, when one of us appealed to 
l)r. Kenneth S. Cole and Dr. Alvin M. Weinberg for advice as to the best way of 
measuring the magnitude of the potential variations of a central terminal con- 
nected to the limb electrodes through equal resistances. Dr. Cole expressed, 011 
this occasion, some dissatisfaction with the means previously employed for this 
purpose and intimated that a more direct approach to the problem was preferable 
and ought to be feasible. Apparently, his first reaction was that it might her 
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possible to obtain the desired information by mapping the isopotential lines of the 
cardiac field on the surface of the trunk. After further consideration, however, 
he remarked that the problem “might be reversed” by introducing a three- 
phase alternating current into the body by way of the limb electrodes and finding 
on the anterior and posterior surfaces of the chest the points at the same potential 
as the node formed by the three phases in Y or star connection. Some months 
later, preparations for carrying out this experiment were made but they were 
never completed, partly because it was found that when two limb electrodes were 
connected to a source of low frequency alternating current and also to a central 
terminal, through equal resistances, the location of the line on the body surface 
corresponding in potential to this terminal was determined chiefly by the relative 
magnitude of the two “contact” or “skin” resistances involved. The question 
then arose as to whether the measurement and equalization of these resistances 
(by the method of equalizing the resistances in the limb leads described by 
Einthoven, Bergansius, and Bijtel”) would not defeat the main purpose of the 
investigation. Dr. Cole suggested later that we connect the current source 
to two of the limb electrodes, using each of the three pairs in turn, and plot the 
points at the same potential as the third. The results of a few experiments of 
this kind are described in a later section of this paper. 
The experiments with which we are at present mainly concerned were 
begun in September, 1946. We have frequently interrupted them for the purpose 
of analyzing the results of those already done and of studying the theoretical 
questions and the technical problems encountered. To a very large extent 
they have been of an unsystematic, preliminary, and exploratory kind. We 
are far from satisfied with the data collected thus far and are in the process of 
trying to perfect the technical procedures required to the point where the varia- 
tion of the results on repetition of a given experiment will be negligible for our 
purpose. For this reason, the conclusions suggested by the observations avail- 
able at this time must be regarded as subject to future revision. 
When we began our investigations we were not aware of the work of Burger 
and Van Milaan4 of Utrecht, who for several years have been studying electric 
fields generated in a model of the human body which they have built. Since we 
have become familiar with their publications we have been considerably influenced 
by their ideas, and particularly by their elegant method of constructing a triangle 
which summarizes all the information, concerning the nature of the electrical 
field in their model, obtainable by measuring the potential differences between 
electrodes corresponding in location to the limb electrodes used in clinical electro- 
cardiography. 
In our earliest experiments, one set of three electrodes was placed on the 
extremities in the usual way. Three electrodes were also placed on the anterior 
surface of the body, one just above the symphysis pubis and the other two near 
the junctions of the arms with the trunk. Three additional electrodes were 
put on the back and these were located as nearly as possible directly behind 
the corresponding electrodes of the anterior set. From these nine electrodes the 
following leads were taken: (1) th e usual limb leads (I, II, and III) ; (2) cor- 
responding leads from the anterior electrodes (IA, IIA, and IIIA); (3) the same 
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leads from the posterior electrodes (I I’, 11 I’, and I1 1 I’) ; and (4) a lead from ~*;t(“!i 
of the anterior electrodes to the corresponding posterior eiectroclc r’l:li. 1 ,I 
and FE‘). 
It should be pointed out that whereas the exact locations of the iirul) VICB~. 
trodes are a matter of no importance, the positions of the electrodes on tht, t I-I~II:~., 
must be determined with considerable precision if consistent results XC to lli~ 
obtained in experiments on different subjects. \\‘ith this in mind the foltonin2 
plan for placing these electrodes was adopted. Each of the upp~‘r :ult cric,r 
electrodes was put in the area bounded laterally b\. the palpable coracoicl ~H-ou~;~ 
of the scapula and above by the inferior margin of the clavicle. The correspon( i 
ing posterior electrode was then placed directI,, behind it and immediateI\. l)(~lo\\ 
the scapular spine. The inferior posterior electrode was put in the mi~llinc (~1 
the lower part of the coccyx, and the corresponding anterior electrode straiqiil 
in front of it, on the midline and just above the pubic sJ,mph>Gs. I:vt~ll tilf,llgll 
considerable care was used in the placement of these electrodes, it s;t’~~m~ tlf11 
unlikely, when we consider that human chests var>- greatly in size and sh:rl~, t!l.it 
the personal equation involved in deciding upon their exact positioIls somc~tirn~~s 
had an effect upon the relative magnitudes of the deflections in the tt~l(l~ ii. - 
quiring their use. 
The electrocardiograms of normal subjects Ivhich have been tak(.n II\ t 12;~ 
system of nine leads are all much like that reproduced in Fig. 1. It will 1~. rtot~l 
that the deflections in Leads RR, LL, and FF are strikingly- similar in gcin~~.~l 
outline but very different in magnitude. Those of lzad l,I, are larg-est, ;tn<t tho+c 
of Lead FF smallest. This is true of all of our records of this kind. II~ I;\liiii!: 
these sagittal leads the galvanometer connections \\-ere made in such a \\-;I\ th:kt 
relative positivity of the posterior electrode produced an ulnvard cl&c~r ion 111 
the completed record. The relations between the nine leads from the etC(.tt-o(l~.s 
on the front and back of the trunk are expressed 1~~. the equations that ictlt~~. 
In these equations the symbols IA, IIP, RR, etc., ma>- be regarded as rtyrt’scBrl:- 
ing the leads for which they stand, considered as vectors w\,ich arc to 1,~ ;~tl&~l 
vectorially according to the parallelogram law, or as representing the clctlw~ic~;~h 
in these leads, which are to be added algebraicall!,. 
(1) IP + RR = IA + LL 
(2) IIP + RR = IIA + FF 
(3) IZIP + LL = IIIA + FF 
(4) IP + IIIP = IIP 
(5) IA + IIIA = IIA 
In the experiments in which an artificial field was established in thcs It-ullk 
we employed a vacuum-tube beat-frequent!. oscillator to generate ;1 c’urrerlt 
alternating 25 times per second. This current was introduced into the c%est II!- 
way of two small circular electrodes and was maintained constant b\- means oi‘ ;i 
sensitive rectifier-type milliammeter. The diameter of the electrodes, the di~t;ir\!~(* 
between their centers, and-the magnitude of the current passed into thy b0(1? 
have varied in different experiments. No s>.sternatic stud) of the tslfcc.15 :~f 
these variations has been made, but in general, the potential tiifferenccs l)t.t\vth!.n 
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Fig. I.-Experiment 5. a. Electrocardiogram of a normal subject showing the standard 
leads (I, II, and III), the conespdndlng anterior (IA. IIA, and IIIA), and posterior leads (IP, 
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the extremities have been roughly proport-ional to the product of the current anti 
the distance between the input electrodes. It- will be convenient- to refer trj tltis 
I)rnduct as the elect-riral moment. 
At the beginning of an experiment a point on the chest bvas selected ant1 the 
centers of the input electrodes were placed on a line drawn through this point 
in such a way as to make the distances of their centers from it equal. In the case 
of a given subject the electric field established in the trunk by connecting these 
electrodes to the oscillator is then adequately defined by giving the location of 
the point mentioned, the distance between the centers of the electrodes, the 
magnitude and character of the current, and the angle between the line specihed 
and the horizontal. After the first two or three experiments the location and ma- 
nipulation of the input electrodes was greatly simplified by fastening several pairs 
of these electrodes to a small circular protractor. This made it possible, after 
the center of the protractor had been placed over the chosen point, to vary the 
position of the current axis in the manner desired by selecting the proper pair of 
connections instead of by removing and replacing the electrodes. We shall speak 
of the input as vertical when the current axis was parallel to the midsternal line. 
and as horizontal when this axis was perpendicular to this line. 
Since alternating current was employed, the current axis had one direction 
during one-half of the cycle and exactly the opposite direction during the other 
half. The deflections recorded by the various leads used are, therefore, sine 
waves (considerably, distorted in some instances). The measurements given 
represent the full amplitude of these waves minus the width of the light beam, 
which is about 2.0 millimeters. Plus and minus signs have been assigned to 
these measurements in such a way as to fulfill Einthoven’s law whenever this 
law could be applied. In some instances each lead was taken simultaneous]!. 
with Lead I, and when this was done deflections which were in phase with those 
of Lead I were considered positive and deflections which were 180” out of phase 
with those of Lead I were considered negative, or vice versa. For reasons which 
will appear later, the deflections of Leads RR, LI,, and FF were made opposite 
in sign to those of unipolar Leads V R, Vr., and Vrr respectively, except when the 
current axis was parallel to the sagittal plane, in which case they were considered 
all positive or all negative. 
AN ILLUSTRATIVE EXPERIMENT 
The experiment illustrated in Figs. 2,A and 2,B and summarized in Table 1 
was performed on Sept. 24, 1946. A current of 0.5 milliampere was passed 
through the trunk by way of electrodes 1.1 cm. in diameter, which were equidistant 
from a point 4.0 cm. to the left of the midsternal line and at the level of the 
fourth intercostal space. The distance between them was 5.0 centimeters. 
The various leads were taken with the current axis horizontal and repeated after 
this axis had been rotated clockwise through 30, 60, 90, 120, and finally 1.50 
degrees. The deflections in each of the records were measured and Einthoven’s 
manifest potential difference, E, and the angle made by the electrical axis with 
the horizontal were computed in the customary way for each set of standard limb 
Pk. 2 .-A, Experiment 3. b. Input electrodes to the left of the midline. Deflect,ons In the various lnads 
when the and8 made by the current axis with the horizontal was 0, 30. 60, and 90 degrees, respectively. 

500 AMERICAN HEART JOURNAL 
leads, unipolar limb leads, anterior leads, and posterior leads. The values for 
these quantities which appear in Figs. 2,A and 2,B were obtained graphically. 
Those which are given in Table I were computed. In the case of those measure- 
ments which did not fulfill Einthoven’s law, the measurement for Lead III 
was revised, for the purpose of these computations, to the extent required to 
bring it into accord with those for Leads I and II. 
The last set of leads shown in Fig. 2,B was taken at the end of the experi- 
ment for the purpose of studying the field produced by a sagittal current axis. 
One electrode was placed on the front of the chest, at the level of the fourth 
intercostal space and over the right margin of the sternum, and the other on the 
back, close to the seventh dorsal spine. The two input electrodes were then far 
apart and, since the current was not reduced, the electrical moment was much 
greater than when the other records were taken. It will be noted that the 
deflections in the standard limb leads are extremely small; in other experiments 
it was found that they could be abolished altogether by moving one of the input 
electrodes a short distance in one direction or another. It was never possible, 
however, to bring the deflections to zero in all of the standard limb leads and in 
all of the anterior or posterior leads at the same time. When the current axis 
has a sagittal direction the deflections in the sagittal leads, RR, LL, and FF, 
are naturally larger than when this axis is parallel to, or makes a small angle 
with, the frontal plane. In the few experiments of this kind performed, however, 
the deflections in Lead FF were always smaller, and usually much smaller, than 
those of Leads RR and LL. 
Before discussing other aspects of this experiment we shall explain the figures 
enclosed in parentheses in Table I. In general, any number of forces acting at 
the same point can be added vectorially according to the parallelogram law, or 
can be regarded as equivalent to three forces each parallel to one axis of a system 
of mutually perpendicular axes equal in number to the dimensions of the space 
under consideration. It has always been held that the electromotive force of 
the heart at a given instant is a directed quantity of this kind, and this view is 
certainly correct if the electrical field of the heart is equivalent to that of a 
mathematical dipole, as Einthoven and his associates assumed. In the experi- 
ment under consideration, the distance between the positive and negative 
poles was not, as in the case of such a dipole, extremely small in comparison 
with the distance of the lead electrodes from them. It seemed desirable, there- 
fore, to ascertain whether, for example, a current input of 0.3 milliamperes at 30 
degrees was equivalent,, under these circumstances, to a current input of 0.3 
cos 60’ milliamperes at 0 degrees plus a current input of 0.3 sin 60” milliamperes 
at 90 degrees. The cosine of 60 degrees is 0.5 and the sine 0.866. If we multipl) 
the observed deflection in Lead I listed under 0 degrees in the table by the former, 
we obtain the figure 19.0. The deflection for the same lead listed under 90 
degrees is -20.0, and this multiplied by 0.866 gives - 17.32. The expected 
deflection in Lead I for a current axis of 60 degrees is then the algebraic sum of 
these two figures, or 1.68. The observed value is 2.5. -For a current axis of 
30 degrees the deflection in Lead I measured 23.0 millimeters. The calculated 
amplitude of this deflection is 22.9 millimeters. If the other figures given in the 
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table are examined it will be seen that, considering all the possibilities of error 
involved, the agreement between the observed and calculated deflections is sur- 
prisingly good. Hereafter, when the distance between the input electrodes 
was not greater than 5 cm., we shall confine the discussion chiefly to the tracings 
obtained when the current axis was horizontal and those obtained when it was 
vertical. It will be convenient to use the letter H to designate the former and 
the letter V to designate the latter. Such symbols as (I)n, (II)n, (II)“, and 
(III),, will be used to represent the deAections in the various leads under these 
two different conditions. 
The sagittal leads RR, LL, and FF measure the differences in potential 
between the apices of the triangle formed by the posterior leads and the cor- 
responding apices of the triangle formed by the anterior leads. These relations 
are expressed by the following equations: 
(6) (Vdr- (vRh= RR 
(7) (VLJP - (Vth = LL 
(8) (I’F)P- (V,).-i = FF 
Here the symbol (I/&P represents the true potential of the electrode on the 
posterior aspect of the right shoulder and the other sy-mbols have a like sign%- 
cance. If these equations are added and the sum is divided by three, we obtain 
the expression 
(9) l/3 [(vR)P + (vL)P + (h)P)] - j/3 [( vR).4 + (V,)A + (b),] = 
l/3 (RR + LL -I- FF) 
or, what amounts to the same thing, 
(10) (VT), - (VT-IA = l/3 (RR + LL + FF) 
where ( I/T)P is the potential of a central terminal connected through equal re- 
sistances to the three posterior electrodes, and (V,)n, the potential of central 
terminal connected through equal resistances to the three anterior electrodes. 
When the sum in the second member of this equation is positive, the anterior 
terminal is negative with respect to the posterior. 
In Table I the figure obtained by adding the deflections in Leads RR, LL, 
and FF algebraically and dividing the sum by 3 is given for each position of the 
current axis. Observe that the calculated difference in potential between the 
two central terminals was small when the current axis was horizontal ot nearly 
SO, and relatively large when this axis was vertical or nearly vertical. The an- 
terior terminal is negative with respect to the posterior for all of the positions 
of the current axis listed. 
There is a rough correspondence between the relative size of the deflections 
in the unipolar leads from the two arms and the relative size of the deflections 
in Leads RR and LL. In the three instances in which the deAections in Lead 
aVL are very much larger than the deflections in Lead aVs, the deflections in 
Lead LL are much larger than those in Lead RR (Table I, columns headed 90, 
120, and 150). In one instance (Column 30) the deflections in Lead aVs are 
much larger than those of Lead aVr. and the deflections of Lead RR are somewhat 
arger than those of Lead LL. In the other two cases this relation does not hold ; 
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in one of them (Column 0) the deflections of Lead aVr, are considerabl!. Jargel 
than those of Lead aVR, but the deflections of I,ead I.[, are smaller than those of 
Lead RR: in the other (Column 60) the opposite is true. The deflections iI! 
1,ead FF are ver>- small for every position of the current axis and it is dit?iic~uI~ 
to demonstrate any relation of the kind in quest ion between this leatl an11 
IAead a\‘p. 
Compared to the apices of the anterior triangle, the corresponding apict’h 
of the posterior triangle are more distant from the input electrodes but otherwise. 
similarI>. situated with respect to them. One a~ould, therefore, expect that \vhcr~ 
the potential of a given apex of the former \,ecamc positive or ncgat i\rc- the. 
potential of the corresponding apex of the latter must show a Huctuation of tht, 
same sign but of smaller magnitude. The cocc!.geal and pubic elect I-odes ;IIX 
farther apart than the two electrodes of the other two pairs, but the). art’ :11so 
much farther from the precordium. Does this account for the smallness of thcb 
deflections in Lead FF! Are the potential variations of the leg electrodr rexu- 
larly smaller than those of the arm electrodes even when the currcant asis is 
vertical? These questions cannot be answered now, hut we are conlident Ihi\! 
the!. can be answered in the near future. 
CONSTRUCTION AND USE OF THE 13UKGER TKI.1NGI.K 
Referring once more to the data shown in Table I, we may point out that 
the magnitude of Einthoven’s manifest electromotive force (E) shows striking 
variations with the position of the current axis. 1 t is much larger for a verticai 
than for a horizontal axis and is greatest when the current flow is parallel to 
I,ead 1 I I (120 degrees). There are also pronounced discrepancies between the 
position of the axis defined by the input electrodes and the position of the elec- 
trical axis calculated in the customary. manner. &Then the former axis made ;III 
angle of 60 degrees with the horizontal, the latter was separated from it by. :III 
angle of 22 degrees when the caiculations were based on the standard limb leads: 
36 degrees when they were based on the anterior leads; and 29 degrees when the!, 
were based on the posterior leads. For this position of the current axis the> 
cleflections in Leads I, IA, and IP were very small so that the calculated axi5 
was nearly perpendicular to these leads. 
For both horizontal and vertical current flow, the deflections in Lead I II 
were larger than those in I,ead II and the deflections in Lead aV1, were targel 
than those in Lead a\‘R. It is apparent, therefore, that the differences between 
the true situation existing in this experiment and that which Einthoven and his 
associates postulated should be attributed to the eccentric position of the input 
electrodes. These were placed to the left of the midsternal line, and the left 
shoulder, being closer to the source of the field than the right, displayed larger 
potential variations than its fellow. 
The methods devised by Burger and Van Milaan4 make it possible to prrsenl 
practically all of the significant data pertaining to Experiment 3.h in a sing.le 
diagram [Fig. 3). The>. regard the deflection in a given lead as the scalar product 
of two vectors, one of which represents that lead and the other the electromotive 
force responsible for the field. In the Gibb’s notation the scalar, or dot, product 
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of two vectors, A and B, is written A-B in clarendon type. The value of this 
expression is obtained by multiplying the product of the lengths of the two 
vectors by the cosine of the angle between the positive direction of the one and 
the positive direction of the other. This amounts to the same thing as multi- 
plying the length of one vector by the projection of the other upon it. When 
one vector is of unit length the scalar product is equal to the length of the other 




=A a$ 460 
Iup, -17.5 G 
Ip 16.0 -10.0 
=P 5.5 37.0 
ntp -13.6 46.0 
RR 4.5 60 
LL -3.0 16.0 
FF 0.3 -3.0 
Fig. 3.-Experiment 3, b. Diagrams, constructed by the m&hod of Burger and Van Milaan.4 
which depict in graphic form the material shown in Figs. 2, A and 2, B and in Table I. 
In the present discussion we need not be concerned with the absolute, but 
only with the relative lengths of the vectors with which we shall have to deal. 
We may, therefore, consider that one which represents the electromotive force 
as of unit length. When this is done the deflection in any lead is the product 
of the length of that lead and the cosine of the angle which its positive direction 
makes with that of the current axis. The problem of finding the vectors which 
depict the leads used in our experiment then becomes a relatively simple one, 
for we know for each of these leads the size of the deflections both when the cur- 
rent axis was horizontal and when it was vertical. In the one case the unit 
vector points from right to left (0 degrees) and in the other it points straight down 
(90 degrees). The direction of Lead I, for example, with respect to the first 
of these unit vectors, is defined by the angle of which the tangent is equal to 
(1)~ divided by (I)*, or -20/38 (Table I). Performing the indicated operation, 
we obtain the figure -0.5263, and on consulting a table of the natural trig- 
onometric functions find that the angle sought is approximately -28 degrees. 
The length of Lead I, which gives the size of the deflection in this lead, when the 
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current axis is parallel to it and may, therefore, be represented by the symbol 
(E)l, can be found by adding the squares of (1)~ and (1)s and extracting the 
square root of the sum thus obtained. In the present instance this calculation 
gives the figure 42.94. Table II gives the length and direction with respcrt 
to the horizontal of each of the twelve leads used in the experiment under con- 
sideration. 
TABLE II. LENGTH AND DIRECTION, WITH RESPECT TO THE HORIZONTAL, 






































The rather tedious computations involved in this method can be avoided 
by the use of a straightedge, square, and ruler. To construct a given Iead, 
proceed as follows: On a horizontal line lay off a segment of a length equal to 
the amplitude of the deflection for a horizontal input. If this deflection is posi- 
tive, draw a vertical line through the right, and if it is negative, through the 
left end of this segment. On this vertical line measure from the horizontal 
line a length equal to the amplitude of the deflection for a vertical input. This 
second segment should extend downward when this deflection is positive, and 
upward when it is negative. Draw the hypotenuse of the right triangle of which 
these two segments are the perpendicular sides. This line represents the lead 
vector and its positive direction is from the beginning of its horizontal to the end 
of its vertical component. 
In constructing a diagram such as that shown in Fig. 3, it is, of course, 
necessary to find only those lead vectors that are independent. When the lead 
vectors already drawn are sufficient to locate all the electrodes, the others can 
be found by drawing lines between the points representing the electrodes which 
they connect. 
The augmented unipolar limb leads are represented by the medians of the 
triangle corresponding to the standard limb leads. The unaugmented unipolar 
limb leads are those segments of these medians lying between their intersection 
and the apices of the triangle. The medians of the anterior and the posterior 
triangle have a similar significance. The vector drawn from the intersection 
of the medians of the former to the intersection of the medians of the latter depicts 
a lead from the central terminal of the first to that of the second. 
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To avoid a possible misunderstanding it should be emphasized that the nine 
lead diagram of Fig. 3 is not an attempt to reproduce a three dimensional figure 
upon a flat surface. The sagittal leads RR, LL, and FF appear in this diagram 
only because they showed deflections when the current axis was parallel to the 
frontal plane. In other words, these leads had components in the frontal plane, 
and it is these that appear in the diagram. The sagittal components of these 
leads, by virtue of which they displayed deflections when the current axis was 
parallel to the sagittal plane, are not shown. 
When the deflections in two of the three leads of an oblique triangle are 
known, the direction and length of the vector which represents the electromotive 
force acting can be found. The method of doing this is somewhat different from 
that employed in the case of an equilateral triangle and requires some words of 
explanation. 
The scalar product of two vectors, A and B, is equal to the sum of the 
scalar products obtained by multiplying each of the mutually perpendicular 
components of the one by the corresponding component of the other; that is, 
A-B = albl + a&2, where a 1 is the length of the horizontal component of 
A, 6 1 is the length of the horizontal component of B, and a2 and bz are the lengths 
of the vertical components of A and B, respectively. 
Let us assume that Leads I and II are those for which the deflections are 
known. Let DJ and DII stand for these known deflections, and X and Y for 
the horizontal and vertical components of the unknown electromotive force. 
We may then form the following equations: 
(11) DI = (OH-X+ (OvY 
(12) DII= (II)HX + (I&Y 
The second member of each of these equations is the sum of the product of the 
horizontal components of the lead vector and the electromotive force and the 
product of their vertical components. These equations can easily be solved for 
the unknowns, X and Y. If the first is divided by the length of Lead I and the 
second by the length EII of Lead II, we obtain: 
t13) DI (OH x I-= 
EI EI 
+ (4 vy 
EI 
(14) DII (11) Hx (II), y 
-E------ ___ 
EII EII EII 
These last equations show that the deflection in a given lead divided by its length 
is equal to the sum of the projections of the horizontal and vertical components 
of the electromotive force, and, therefore, to the projection of this force as a whole 
upon that lead. In obtaining the magnitude and direction of the electromotive 
force graphically, the procedure in the case of the Burger triangle differs from 
that employed in the case of the Einthoven triangle in only one respect. The 
former does not have sides that are equal in length and each of the known deflec- 
tions must be divided by the length of the lead to which it belongs before opera- 
tions are begun. 
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EFFECT OF THE 1’OSITION 01; THI: INPUT l~l,I~CTI<ODIS~ \\‘ITII KISl;lil:liS(‘I~: ‘i‘( I 
THE MIDLINE UPON THE FORM OF THE BURGER ‘l’KI.~N(;I.I~ 
Five experiments were performed upon Subject 4 and these are tlesipn~r~.e~i 
by the symbols 4,b, 4,c, 4,d, 4,e, and 4,f. In all these experiments the inl)tlL 
electrodes (1.1 cm. in diameter) were at the same \.ertical level (fourth intrrc,ost,il 
space at the sternal margin) and the current passed through them ~~1s 0.5 mill;- 
amperes. In three instances they were 5.0 cm. apart (l,h, 4,tl. and l,t’i; in 11:c 
first of these, the point midway- between them TV;IS 5.0 cm. to the righl oi 121~. mi(‘- 
Pig, C.-Experiments 4, b, 4, d, and 4, f. Input electrodes to t,he right of tho midline in 4. b, iu the 
midline in 4, d, and to the left of the midline in 4, f. The deflections in the standard limb leads whwt 
the current axis was horizontal (0’) and when it was vertical i!)O':. 
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sternal line, in the second it was on this line, and in the third it was 5.0 cm. to 
the left of it. The tracings obtained in these three experiments when the current 
axis was horizontal and when it was vertical are reproduced in Fig. 4, and the 
corresponding triangles are shown in Fig. 5. Experiments 4,c and 4,e were iden- 






Fig. &-The Burger triangles corresponding to the deflections shown in Fig. 4. 
the input electrodes was 2.0 cm. instead of 5.0 centimeters. The effects of this 
reduction in the electrical moment are summarized in Table III, which gives 
for all of the five experiments the amplitudes of the deflections in the limb leads 
for two positions of the current axis, the length @I, EII, etc.) of each lead vector, 
and the angle between it and the horizontal. 
TABLEHI. EFFECT OFREDUCTIONOFDISTANCEBETWEENINPUTELECTRODES 
(ELECTRICAL MOMENT) - 
I 
=I 




LEAD I LEAD II 
I 















10.5 25.0 -4.5 15.5 
18.5 50.5 -21.5 50.0 
10.0 21.0 -12.5 20.5 
15.0 48.5 -25.0 62.0 
5 cm. rjght 
$&y’ 
Midline 






5 cm. right 5 cm. 
5 cm. right 2 cm. 
Midline 5 cm. 
Midline 2 cm. 
5 cm. left 5 cm. 
El ANGLE 
(DEGREES) 
El1 ANGLE El11 ANGLE 
(DEGREES) (DEGREES) I 
:t :Z i!: 
i::: 0 0 
44.1 -18 
62.8 70 43.2 103 
27.1 16.1 106 
53.3 t;: 54.4 114 
23.2 23.9 121 
50.8 '7': 67.3 113 
- 
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1 t is of interest that when we reduced the distance between the input elec- 
trodes from 5.0 to 2.0 cm., without altering the size of the current flowing, the 
amplitude of the deflections fell somewhat more than 50 per cent, on the avcrngc. 
but the shape of the Burger triangle did not materially change. 
When the point midway between the centers of the electrodes was on the 
midsternal line, the triangle was isosceles, or very nearly so, with the side cor- 
responding to Lead I shorter than those corresponding to Leads II and II I. 
When this point was to the right of the midline, Lead II was longer than Lead I I I 
and the angle which defines the direction of Lead I was positive; when it was to the 
left of the midline, Lead III was larger than Lead 1 I and the angle between Lead I 
and the horizontal was negative. There can be no doubt that in the first of 
these three cases the potential variations of the two arms were of approximatel!. 
the same magnitude. In the second the potential variations of the right arm 
were greater than those of the left for both positions of the current axis; in t.hr 
third the reverse was true. 
ON SEPARATING THE HORIZONTAL AND VERTICAL COMPONENTS OF THE FIELD AND 
BRINGING THE POTENTIAL OF THE CENTRAL TERMINAL TO ZERO 
In Experiment 4,d the Burger triangle was very close to isosceles (Fig. 5 1~ 
Let us make it exactly so by equalizing the absolute magnitudes of the deflec- 
tions in Leads II and III; this process gives for the amplitudes of the deflections 
in the various leads the following figures: 
(I)H W)H UWH (VR)H WL)H (VFhl 
41.0 20.5 -20.5 -20.5 20.5 0 
(Jh uuv uwv (vR>V WLh (vF>V 
0 50.3 50.3 - 16.7 - 16.7 33.4 
In this case, it is clearly possible to separate the horizontal and the vertical 
components of the electromotive force, for the purpose, for example, of obtaining 
an accurate vectorcardiogram. Lead I yields a deflection of 41 mm. when the 
current axis is horizontal and no deflection when this axis is vertical. Lead VF 
gives a deflection of 33.4 mm. when the current axis is vertical and no deflection 
when it is horizontal. By recording Lead I with the “horizontal channel” 
of the vectorcardiograph operating at its “normal” sensitivity, and Lead VIP 
simultaneously with the “vertical channel” of the vectorcardiograph operating 
at a sensitivity 41/33.4 times as great, we should obtain an accurate record of 
the changes in the position of the electrical axis. 
When the current axis was horizontal the deflection in Lead Vr was zero: 
that is, the central terminal and the left Ieg were at the same potential. The 
spatial relations between the input electrodes and the junctions of the limbs with 
the trunk were such that there can be no doubt that this potential was zero in the 
sense that it was midway between that of the region where the current entered 
and that of the region where the current left the body. On the other hand, the 
shape of the Burger triangle indicates that when the current axis was vertical 
the potential of the central terminal was not zero in this sense. It may seem 
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probable that the shape and dimensions of the triangle, which are given, supply 
the data necessary for the computation of the potential of this terminal, but this 
is not the case, unless it be assumed that the point midway between the input 
electrodes was “electrically” equidistant from the limb electrodes. Actually, 
this point was much farther, in the geometric sense, from the junction of the left 
leg with the trunk than from the junctions of the arms with the trunk. The 
assumption mentioned amounts to the supposition that the field in this experi- 
ment was equivalent to that of a centric dipole in a homogeneous conducting 
sphere. In the case of a model of this kind, and leads from electrodes that are 
equidistant from the center of the homogeneous spherical volume conductor, the 
Burger triangle and the geometric triangle defined by the three lead electrodes 
are similar in the technical Euclidean sense; each side of the one is parallel to the 
corresponding side of the other. Under the circumstances specified, the same 
statement holds for other figures, including the Burger tetrahedron and the cor- 
responding geometric tetrahedron defined by four lead electrodes not all in the 
same plane. Under all other circumstances, the Burger triangle or tetrahedron, 
as the case may be, differs in shape from the geometric triangle or tetrahedron 
of which the lead electrodes are the apices. 
If we make the assumption in question, the potential of the central terminal 
when the current axis was vertical can be found in the following way: The 
tangent of half the angle at that apex of the isosceles triangle corresponding to 
‘/emfl 
the leg electrode is given by the ratio __ 
20.5 
uov ’ 
or 50.3, which is equal to 0.4075. 
This is the tangent of 22 degrees. Knowing this angle, we can find the other 
angles of the triangle. The angle made with the horizontal by the radius vector 
from the center of the circle defined by the apices of the triangle to that apex 
which corresponds to the electrode on the left arm is 90 degrees minus 44 degrees, 
or 46 degrees. The true potential of this electrode when the current axis was 
vertical was, therefore, R sin -46 degrees where R is the radius of the circIe men- 
tioned and therefore the length of the leads from the center of this circle to the 
apices of the triangle. Since the true potential of the leg electrode was con- 
sequently R cos 0 degrees when the current axis was vertical, we have the equation 
R cos O“- R sin -46’= (II)v 
or R(l + 0.695) = 50.3, and R= 29.7 
The true potential of the left leg was then 29.7 tenths of a millivolt and the true 
potential of the central terminal 29.7 minus 33.4 or -3.7 tenths of a millivolt. 
We have carried out this computation for the sake of introducing the problem of 
reducing the potential variations of the central terminal to zero. We do not 
believe that the assumption on which it is founded is valid. 
In a preceding section of this paper, it was pointed out that the vectors 
drawn from the intersection of the medians of the Burger triangle to its apices 
represent the three unaugmented unipolar limb leads. Since these leads measure 
the potential of the limb electrodes with respect to that of the central terminal, 
we may consider each apex of this triangle at the same potential as the correspond- 
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ing extremity. We may likewise regard the intersection of the medians as ;tt 
the same potentiaI as a central terminai connected to the limb electrodes throu,& 
equal resistances. With the midpoint of each side of the triangle we ma!- asso- 
ciate a potential half-way between the potentials of the apices it c.onnccxts, 
We may suppose that along each side and each median of the triangle the pot.ent i;t I 
falls uniformly from the end of that side or median where it is higher to the ~utl 
where it is lower. Every point inside the triangle is then at a potential which rn;l! 
be regarded as a weighted mean of the potentials of its apices. \\:hen the dipole* 
responsible for the field and the lead electrodes lie in the same plane and t hcs 
dipole is inside the geometric triangle which these electrodes detine, one of tllc 
points of the corresponding Burger triangle is at zero potential for ever!’ position 
of the dipole axis. When the dipole is outside the electrode triangle it is (.I(*;II- 
that all of its apices, and, consequently, all points inside the Burger triangle*, 
must be positive for some positions of the electrical axis ant1 negative for others. 
When the resistances in the arms of the central terminal are equal, ins 
potential is the mean of the potentials of the apices of the triangle. BJ- makillp 
these resistances unequal and giving them the proper relative magnitude, it is. 
however, possible to make the potential of the central terminal equal to that of 
an!’ point on the perimeter of the triangle or inside it:. M’e ma>- regard C‘K, ( ‘I,. 
and C‘F leads as leads from a central terminal connected to two apices of the 
triangle by infinite resistances. In this case, the potential of the terminal is 
the same as that of the third apex. Augmented unipolar limb leads are lcxls 
from a central terminal with equal resistances in two of its branches and ;tn 
infinite resistance in the third. In this case, the reference potential is that of 
the midpoint of one of the sides of the triangle. BJ* \,arying one of the thrtc* 
resistances without altering the other two, we can make this potential equal to 
that of any point lying on the median which runs from the apes corresponding 
to the altered resistance to the midpoint of the opposite side. The same result 
is obtained by leaving this resistance unchanged and altering the other t\vo in 
equal measure. B\r making one resistance infinite and varying one of the otht:r~;. 
we can give the central terminal a potential equal to that of any’ point on the sitlc 
of the triangle opposite to the apex that has been disconnected. B!- makin,g 
unequal changes in two of the three resistances, we can shift the potential of t tit 
terminal to that of any point lying inside an). of the c4rcumsrribeci areas inlo 
which the medians divide the triangle. 
The change in the potential of the central terminal effected b\. a specitietf 
alteration of the relative magnitudes of the resistances in its three branches m;~! 
be computed in thtx following way: Consider the equations: 
in which r,, 70, and rC are the resistances between the central terminal and the 
junctions with the trunk of the right arm, left arm, and left leg, respectiveI\.; 
1’:. is the potential of this terminal when these resistances are unequal; T’R, 1-L. 
and 1’, are the open circuit potentials of the three extremities; and i,, ib, and i, 
512 AMERICAN HEART JOURNAL 
are the currents flowing toward the central terminal through the corresponding 
resistances. By Kirchhoff’s current law, the sum of these three currents is zero, 
and if we add Equations 15, 16, and 17 and multiply by r&rc, we obtain the 
expressions : 
(18) rbrc (r/R- v+) + rorc (VL- vi) + rcrrb ( VZ?- vb> = 0 
and (19) Vi = 
rbrcvR + rorcvL + rarbvF 
rbrc + ray‘ + rarb 
When the three resistances are equal the potential of the central terminal, 
(VT) is given by: 
(20) v, = 
VR + VL + VP 
3 
and (21) V&- VT= 
rbrc ( VR- VT> + rurc (VL- VT) + rarb ( VP- VT> 
rbrc + rorc + rarb 
Since 
(22) rorb (VT- VT) = -rdb (VR- VT) -rarb (VL- VT) 
it follows that 




It is convenient to have also expressions for the currents i,, &,, and i, in terms 
of the open circuit voltages (I), (II), and (III) in the three limb leads and the 
resistances rat rb, and rc. For certain purposes the internal resistances between 
the junctions of the extremities with the trunk must be considered. We shall 
here regard these as equal and small in comparison with the external resistances 
(Ia, rb, and rC) and represent them by the symbol rl. The expressions referred 
to are given in a previous paper from this laboratory.5 The currents mentioned 
appear in them as fractions with the denominator 
(25) r12+ Zrl @e-k rb+ r-1-k 3’(r,rb+ rare+ rbrc) 
Representing this denominator by k we have: 
(26) ki,= - (rl -I- .?r,) (I) - (rl -I- 3rb) (III) 
(27) kib = (rl -I- 3r,) (I) - (rl -I- 3r,) (II) 
(28) ki, = (rl + 3rb) (II) + (rl + 3r,) (III) 
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Equation 19 is true for all positions of the current axis and all values of I,‘:, 
including the value zero. Consequently, 
(30) rbrc (vR>v + ?‘arc (vL)V + rarb (v~)l- = 0 
These equations may be solved for the ratios rGjrL, rb!.‘rc, and rb/r,, the last of 
which is the second divided by the first. 
(vR)v(l/L)H-(~R)H(IIL)V 
(3*) := (VF)H(VL)v-(VP)V(VL)H 
These are the relative magnitudes of the resistances required to bring the potential 
of the central terminal to zero when the true potentials of the limb electrodes 
are known for two positions of the current axis, provided that the dipole is inside 
the triangle. 
When this triangle is isosceles (VF)H is zero and Equation 33 gives 
(I/i)H - (III) H 
(34) -2 = -(VR)H= (II)H = 1 
and, since (vR)V and ( VL)V are equal and - ( VR)H and ( VL)H are equal, Equations 
31 and 32 give 
z( VRh’ 
(35) +; = (vF)r. 
These last equations are true not only when the triangle is isosceles, but also 
(vR)V 
whenever ( I-F)H is zero and ( vL)I 
-Cl’R)H 
- is equal to ---- ; that is, whenever the lead 
( 1%) H 
vector Vp is parallel to the vertical axis and the angles made with this axis }.)I, 
the lead vectors 1’~ and VL are equal. 
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We may now turn to a consideration of the triangles (Fig. 5) corresponding to 
Experiments 4,b, 4,d, and 4f. For the last, we have for the deflections in the 
standard and unaugmented limb leads the following figures: 
(IhI (I1)H UIIhx (VR)H WL)H WF)H 
42.0 15.0 -27.0 -19.0 23.0 -4.0 
WV UI)v (IIIh @‘R)V (VI,), (vF)V 
-13.5 48.5 62.0 -11.7 -25.2 36.8 
In this experiment, there were deflections in all of the leads used, both when the 
current axis was horizontal and when it was vertical. In cases of this kind, it 
is possible to alter the ratio rg/r, in such a way as to make the potential of the 
central terminal and that of the leg electrode equal when the current axis is 
horizontal. When these two potentials are equal the current i, is zero. 
According to Equation 28 we have, when ic is zero, 
r1 + 30 - (III) H 
(37) ___ = ___ 
71 + 3r, (Ir)H 
or, when rl is neglected as negligibly small in comparison with 3r, and 3rb, 
In the present instance, this equation gives for the magnitude of the ratio sought 
the figure 27/15, or 1.8. The result of the indicated alteration of the relative 
magnitude of the resistances involved would be to make the potential of the cen- 
tral terminal 4 units less positive and to reduce (VF)~ to zero. The horizontal 
component of the dipole would then produce no deflection in Lead VP, and the 
deflection in this lead would be proportional to the vertical component. This 
procedure can be carried out whenever the deflection in Lead I, when the current 
axis is horizontal, is larger than the deflection in either of the other two limb leads. 
Under certain circumstances, it is possible to obtain a second lead which will 
yield a deflection proportional to the horizontal component of the dipole and 
no deflection for the vertical component by altering the ratios ra/rc and rb/rC 
in the manner required to make the currents i, and &, equal when the current 
axis is vertical. When the ratio &/ia equals 1 we have from Equations 26 and 
27 when the resistance rl is neglected 
(40) ; = 
-W)v 
rb (1% - (111) V - 
r. 
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IS!- substituting in this equation the values - 13.5, 48.5, and 62 given for tbs. 
deflections in Leads I, I I, and I II, respectively, when the current axis was vcrt ic:t I 
and the value 1.8 found for the ratio q/r,, we obtain for lair‘ the value 1.067. 
and for the ratio rb/rc the value 1.92. A central terminal connected to the limlr 
electrodes by resistances having these relative magnitudes would be 4 rlnits 1~s~ 
positive when the current axis was horizontal and 5.2 units less negative \vhr!l 
this axis was vertical than a central terminal connected to these electrodes through 
equal resistances. Whenever i, and ib are equal, when the current axis is \-et? ical, 
a lead from any point on the right-arm resistor to a point on the left-arm resistor, 
which is separated from the central terminal by the same resistance, \vill \-ield .t 
deflection proportional to the horizontal component of the electromotive forc.(L I 
its vertical component will give rise to no potential difference between suc.!l 
points. In the present instance, the potentials with respect to the cent-ral tci--- 
minal of the three points on its arms separated from it by a resistance equal to 
rc have been computed for the two positions of the current asis. For a horizon t.;ll 
current axis, the figures are -15.0, 15.0, and 0, and for a vertical current akls 
they are - 16.9, - 16.9, and 33.8 for the points on the right arm, left arm, ;in~l 
leg resistor, respectively. 
For the other experiments that have been referred to in this paper, the valuc~ 
of the ratios of the resistances in the arms of the central terminal required 10 
make i, zero when the current axis was horizontal, and i, equal to ib when this 
axis was vertical are as follows: for Experiment 4,b, ra,:rb equals 2.2, ~,~.“r, equals 
2.5, and rb;rc equals 1.2; for Experiment 4,~ the corresponding figures arc 2.1, 
3.1, and 1.5, respectively. For Experiment 3,h the values are rb;ira equals 2.1, 
rb,‘rC equals 3.5, and ra/rc equals 1.6. In all of these experiments, it would, 
therefore, have been possible to separate the horizontal and vertical components 
of the electromotive force for any position of the electrical asis by the methocis 
proposed. 
In order to make clear the limitations of these methods and the kind of cases 
in which they are applicable, we may consider three hypothetical trianghss 
(Fig. 6). The values assumed for the true potentials of the three electrodes are 
for each of these triangles, as follows: 
Triangle (v&t (VdH tvF)H (VRh’ (\T*,),- i\‘l?!\ 
iA-lj -2.12k 4.24k 0 -2.12k -4.24k .ik 
(HI - 2.60k 4.24k 0 - 1.5k -4.24k 3k 
((‘1 - 1.865k 1.865k 0 - 1.506k - 1.506k 4.888k 
The letter k is an arbitrary constant. 
In the first case (A) the field is that of a centric dipole in a homogeneous 
medium. The angles between the radius vectors to the R and L apices of the 
triangle and the negative one-half of the vertical axis are both 45 degrees. ‘l’he 
electrode at the first of these apices is on the surface of the medium, as is also the 
electrode at the F apex. The other electrode is enough closer to the centric. 
dipole to make its potential variations twice as large as they would he if it loo 
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were on this surface. The radius vector to the F electrode makes an angle of 0 
degrees with the positive direction of the vertical axis. The methods described 
give for the ratios of the resistances in the arms of the central terminal the 
values rb/ro equals 2, rJrG equals 1.414, rb/rc equals 2.828. These are the values 
required to reduce the potential of the central terminal to zero. 
H V Ii V H V 
VU -2.12 -2.12 VR - 2.60 -1.50 vR - I.67 -1.51 
VL 424 -424 VL 4.24 -4.24 VL 1.67 -1.51 
VF 0 3.00 vF 0 3.00 VF 0 4.66 
A B C 
Fig. B.-Three hypothetical Burger Wan&s. (See text.) 
In the second case (B), the field is again that of a centric dipole in a homo- 
geneous spherical medium and the L electrode is in the same position as in Case 
(A) ; it is not at the surface of this medium as are the other two. The radius 
vector to the R apex makes an angle of 60 and that to the L apex an angle of 45 
degrees with the negative direction of the vertical axis. The radius vector to the 
F apex again makes an angle of zero degrees with the positive direction of this 
axis. In this instance, the value of rb/ra required, when the current axis is hori- 
zontal, to make the potential of the central terminal and the current i, zero is 
- UII>H 4.24 
1.633, and this is equal to - (II)H , or 2. 60. On the other hand, the values of 
rcr/rc and rb/rc required to make i, and ib equal, when the current axis is vertical, 
are 51.8 and 84.6, respectively. It is clearly not feasible to equalize these cur- 
rents in cases of this kind. The values of r,,/rc and rb/rc required to make the 
potential of the central terminal zero for a vertical current axis are 1.366 and 
2.231, respectively. These are the values which make the ratio idi, equal to 
the ratio of minus tangent Oz to tangent 01, where 0, is the angle between the 
positive direction of the horizontal axis and the radius vector to the L apex, and 
O1 the corresponding angle between this axis and the radius vector to the R 
apex of the triangle. It is, nevertheless, possible to find in this instance a lead 
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from a point on the right arm resistor to a point on the left arm resistor which 
will give a deflection proportional to the horizontal component of the dipole and 
no deflection in response to its vertical component. It is clear that this can be 
done whenever the arm electrodes are both strongly negative with respect to the 
central terminal, for the currents ib and i, then have the same sign. If the point 
on the right arm resistor is separated from the central terminal by the resistance A 
and that on the left arm resistor is separated from this terminal by the resistance 
B, the two points will be at the same potential provided Ai, is equal to R&, 
and this condition can always be fulfilled by choosing the two points properl!,. 
In the third case (C), all three electrodes are on the surface of the spherical 
medium and at the apices of an equilateral triangle. The dipole is at a point 
on the radius vector to the F electrode at a distance from the center of the sphere 
equal to one-fourth of its radius. In computing the potentials of the apices of 
the equilateral triangle in this hypothetical case, we have utilized equations for 
the field of an eccentric dipole in a spherical medium which were developed b?- 
Wilson and Bayley.s The Burger triangle is isosceles and of the type in which the 
side corresponding to Lead I is shorter than those corresponding to Leads 11 
and III. Its shape is, therefore, similar to that of the isosceles triangle of Fig. 5. 
It does not tell us whether the dipole is centric and the geometric triangle defined 
by the electrodes therefore identical with it in form, or whether the dipole is 
eccentric and this geometric triangle equilateral, or isosceles but different from 
it in shape. The assumption that the dipole is centric leads to the conclusion 
that the potential of the F electrode for a vertical current axis is 3.47k, whereas 
its true potential is 4.88k, and that the potential of the central terminal is -0.79k 
instead of 0.63k which i’s correct. In summing up this section, we may say that 
in experiments of the kind under consideration, it is always possible to find one 
lead which will record only the variations of the horizontal, and another which 
will record only the variations of the vertical component of the electrical field. 
It is always theoretically possible to modify the relative magnitude of the resist- 
ances in the arms of a central terminal connected to the three limb electrodes in 
such a way as to insure that its potential will be zero for all positions of the elec- 
trical axis, provided that the position of the input electrodes is not one that 
will make all three lead electrodes simultaneously positive or negative. On the 
other hand, it is not practically possible to do this unless the true potentials 
of the limb electrodes are known for two positions of the current axis. 1 t does 
not appear that this necessary information can be obtained in an). wa!. othrt 
than by measuring the potentials of these electrodes with reference to that of 
some point possessing, in respect to the circumscribed region where the current 
enters the body, “electric” and spatial relations identical with those which it 
bears to the circumscribed region where the current leaves the bodlr. For some 
positions of the input electrodes it may be that no point which precisely fulfills 
the prescribed conditions exists. In that case, it ma>. even be difficult to define 
in a manner satisfactorJ7 to everyone exactly what is meant b>, zero potent-in1 
in that particular instance. The concept is one that is derived from the con- 
sideration of hypothetical situations for which exact mathematical solutions art 
available. In practice, the solution of the problem of finding a point at zero 
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potential represents an approximation to an ideal based on plausible assumptions 
of one kind or another. We have as yet made no serious attempt in our experi- 
ments to measure the potentials of the limb electrodes with respect to that of a 
point of the kind mentioned, and shall not now discuss this problem further. 
In the title of this article, we have referred to the possibility of constructing 
an Einthoven triangle for a given subject. In order to do this, it would be neces- 
sary to be able to generate in the trunk of the given subject an electrical field 
closely resembling that associated with the heart beat, and to measure the in- 
duced potential differences between the limb electrodes for two different positions 
of the electrical axis. By the method of Burger and Van Milaan, a triangle cor- 
responding to the data thus obtained could then be constructed. 
The extent to which the electrical field set up in the body by connecting 
two electrodes on the precordium to a source of low frequency alternating current 
resembles the electrical field of the heart is as yet unknown. It may be possible 
to generate an artificial field in the trunk more like that of the heart by placing 
small input electrodes in the esophagus or by introducing them into the right 
ventricle by the catheterization technique. Since the stimulating effect of the 
current increases rapidly with the current density, the size of the current that 
could be safely passed into the body by way of the largest input electrodes per- 
missible in such experiments might be inconveniently small, but with a sufficiently 
sensitive recording system the field produced could undoubtedly be studied satis- 
factorily. Much information bearing on the problem of generating an artificial 
field similar to the cardiac field will certainly come from a comparison of the 
results of experiments on living subjects with those obtained in like experiments 
on cadavers and on models. 
Human chests differ in size and shape and human hearts in location, but we 
do not as yet have much information concerning the effects of these variations 
upon the character of the heart’s electrical field. In the majority of our experi- 
ments in which the point midway between the input electrodes was on the mid- 
sternal line and at the level of the fourth intercostal space, the Burger triangle 
was very nearly isosceles and of the kind in which the side corresponding to Lead I 
was shorter than the sides corresponding to Leads II and III. In two instances, 
however, this triangle was of the opposite type. We do not know whether the 
shape of the triangle obtained was dependent upon the size and shape of the chest 
or upon some other factor. A larger series of experiments should decide this 
question. 
THREE ISOPOTENTIAL LINES AND THE RECIPROCITY THEOREM OF HELMHOLTZ 
In a preceding section of this paper, it was mentioned that we have carried 
out a very few experiments of a kind suggested by Dr. Kenneth S. Cole, in which 
two of the limb electrodes are connected to a current source and the isopotential 
line corresponding to the potential of the third limb electrode is plotted on the 
body surface. The three lines obtained in this way may be called the right arm 
isopotential, the left arm isopotential, and the leg isopotential. They intersect 
at two points, one on the anterior and the other on the posterior surface of the 
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chest. In the experiments performed thus far, the anterior point has been WI-J’ 
close to the midsternal line and usually at the level of the sternal attachment 
of the fourth costal cartilage or the fourth intercostal space. In the case of one 
subject, however, it was at the level of the second intercostal space. In the sin&: 
experiment in which it was located, the posterior point was directl!. behind the 
anterior. The isopotential lines found in this instance are shown in I-ix:. 7. 
Fig. 7.-Experiment 12. The location of the anterior and posterior intersttrtions I# 
the right arm, 14 arm, and kg isopot~ent,iats. , 
In Experiment 12, the input electrodes were placed on the leg isopotential at the 
level required to make the point midway between them and the anterior inter- 
section of the three isopotential lines coincide. The resulting deflection in 1,e;ul I 
was very small and a slight rotation of the input electrodes made it disappear 
altogether. The wires from the oscillator were then transferred to the electrodes 
on the arms and the lead wires to the electrodes on the chest. The record ob- 
tained again showed no deflection. This procedure was repeated after rotating 
the current axis through an angle of 90 degrees. This axis was then perpendicular 
to the leg isopotential and the electrodes were equidistant from it. 1 ‘rider these 
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circumstances, the deflections recorded were of the same size when the oscillator 
was connected to the chest electrodes and the lead wires to the limb electrodes 
as when the reverse was the case (Fig. 8). ‘I’hese observations are in accord 
with the reciprocity theorem. In 1853, Helmholtz,’ then a young man 32 years 
of age, proved this theorem theoretically and experimentally for both homogeneous 
and heterogeneous volume conductors. We believe that the location of the inter- 
sections of the three isopotential lines specified will prove to be a very useful 
procedure. It promises to disclose significant differences between subjects, 
and since it requires very little time, a large number can be examined in a rela- 
tively short period. It will also make it possible in experiments on different 
subjects to place the input electrodes in such ‘a manner that their positions, 
from the electrical point of view, will always be the same with respect to the limb 
electrodes. What is more important, the principles underlying this procedure 
and the reciprocity theorem suggest a great variety of experiments which may 
increase our knowledge of the properties of the, body considered as a volume 
conductor of electrical currents of the kind associated with the heart beat. 
Fig. 8.-Experiment 12. Tracings which illustrate the reciprocity theorem. When there are 
two electrodes on the limbs and two on the chest, the potential difference between the chest electrodes 
when the current source was connected to the limb electrodes is equal to the potent.ial difference be- 
tween the limb electrodes when the current source w&8 connected to the chest electrodes. 
WILSON ET AL.: CONSTRUCTION OF AN EINTHOVEN TRIANGLE 52 1 
THE IMPORTANCR 01’ THE EFFECTS OF THE I’OSITION OF THE HEART liPOX 
THE FORM OF THE ELECTROChRI)IO(;KAM 
The ultimate purpose of the work with which this article is concerned is the 
same as that which led Einthoven and his associate8 t-o propose a method of 
finding the position of the electrical axis of the heart. The first two paragraphs 
of their famous paper in which this method is described run as follows: 
“Die Herzlage beeinflusst die Form des E.K.G. Es ist uns jedoch bei der 
elektrokardiographischen Untersuchung hauptsachlich darum zu tun, die 
Tiifigkeit des Herzens besser zu ermittlen, und man sieht leicht ein, dass. wetm 
schon durch eine Lageabweichung dieses Organs eine Veranderung in die Form 
der Kurve hervorgerufen wird, eine Schwierigkeit enstehen muss, urn mitt& 
dieser Form such tiber die Tatigkeit des Herzens zu urteilen. 
Diese Schwierkeit kann am besten gel&t werden, wenn man den Einfluss 
der Lage vorher genau kennen gelernt hat.” 
Wailer, and many others interested in the electrical aspects of the heart 
beat, was conscious of this problem long before Einthoven, Fahr, and De Waart 
attempted to solve it. Today, the differentiation of phenomena produced b!. 
displacement or rotation of the heart from those originating within the ml{+ 
cardium itself is still one of the most troublesome of the problems that confront 
those who attempt to interpret the human electrocardiogram. 
There may be little value in computing the exact position of the electrkal 
axis of the heart by Einthoven’s method, but there can be no question that the 
Einthoven triangle has made it possible to recognize with considerable faciiit? 
peculiarities in the form of the electrocardiogram that result from rotation of 
the heart about a sag&al axis. The recognition of those peculiarities that result 
from rotation of the heart about an axis that is not perpendicular to the plane 
of the limb leads is still extremely difficult. At the same time, our experience 
with precordial leads has led us to believe that cardiac rotations of this kind are 
much more often responsible for erroneous interpretations of the electrocartlio- 
gram than was formerly suspected. Many changes in the position of the heart 
that have a‘ profound effect upon the shape of the electrocardiographic deflec- 
tions cannot at present be recognized by Auoroscopy or by roentgenographic 
methods. It seems likely, however, that a sound method of taking simult,r- 
neously two accurate vectorcardiograms which represent the projections of the 
cardiac vector upon two different planes and which can be combined to form a 
spatial curve will contribute heavily to the eventual solution of this important 
problem. Several methods of this kind have been proposed and some of these 
have been used to a limited extent. Nevertheless, it has seemed to us that it is 
desirable to place all methods concerned with the study of the electrical axis 
of the heart upon a foundation more secure than that upon which they now rest 
by. a thorough experimentai study of the distribution in the body of currents 
similar to those associated with the heart beat, It was with this end in mind 
that experiments of the kind here reported were undertaken. 
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SUMMARY 
In experiments on. normal subjects, two small electrodes on the chest were 
connected to a source of low frequency current. The resulting differences in 
potential between the extremities and between other points on the body were 
measured. By the method described by Burger and Van Milaan, triangles and 
other figures, which present in graphic form the data obtained in this way, have 
been constructed. 
When the paint midway between the input electrodes was in the midsternal 
line, the triangle corresponding to the standard limb leads was nearly isosceles, and 
usually, though not always, of the type in which the side corresponding to 
Lead I was shorter than the other two. When the input electrodes were to the 
left of the midline, the side of the triangle corresponding to Lead III, and when 
they were to the right of the midiine, the side corresponding to Lead II, was the 
longest. 
When the Burger triangle is oblique, none of the standard or unipolar limb 
leads yield deflections proportional to either the horizontal or the vertical com- 
ponent of the electrical field. A method of finding two leads, one of which 
will record the variations of the first of these components, and one which will 
record the variations of the second, is described. The effect of varying the re- 
sistances in the arms of the central terminal upon its potential, and the possi- 
bility of reducing the potential variations ,of this terminal to zero, when the 
Burger triangle is not equilaterai, are discussed. 
In a few experiments, the isopotential lines corresponding to the potential 
of one of the limb electrodes when the other two were connected to a source of 
low frequency current were plotted on the body surface. The three lines ob- 
tained in this way intersect at two paints, one on the front and the other on the 
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